A novel intra-ventricular assist device (iVAD) was established as a new pulsatile assist device to address various disadvantages, such as bulky configuration and reduced arterial pulsatility, observed in conventional ventricular assist devices. OBJECTIVE: Analyzed the native left ventricular stroke volume (SV) after iVAD support in vitro. METHODS: The SV of iVAD was examined in a home-designed mock circulatory system (MCS) at different heart rates and drive pressures and the SV of a failure ventricle was examined with iVAD at 75, 90, 120 bpm and 120-180 mmHg drive pressure after iVAD support. Data pertaining to native left ventricular SV before and after iVAD support were compared. RESULTS: The native ventricular SV was improved by iVAD when its drive pressure (DP) was slightly greater than that of the mock system. Conversely, the native ventricular SV was decreased when DP was much greater than that (150 mmHg) of MCS. A high DP had a significant effect on SV. CONCLUSIONS: The proposed device improved the dysfunctional native left ventricular SV when DP of iVAD was slightly greater than that of MCS. However, iVAD reduced the SV when the drive pressure was greater than that of MCS.
Introduction
Left ventricular assist devices (LVADs) are increasingly accepted for patients with failing hearts. These devices can be divided into two main categories: pulsatile flow (PF) LVAD and continuous flow (CF) LVAD. The advantage of PF LVADs is their ability to maintain physiological PF, but these devices have high rates of complications, such as infections and mechanical failure, because of their large size and attachments. Inlet and outlet valves are required to ensure their correct unidirectional flow [1] . Although CF LVADs work by either an axial or a centrifugal mechanism are smaller. However, they usually provide continuous blood flow that differs from the physiological flow in terms of its recued pulsatility. The lack of pulsatility results in a sustained non-physiological pressure at the aortic root, thereby leading to aortic root dilatation and valve fusion; thus, insufficiency, platelet dysfunction, endothelial dysfunction, and gastro-intestinal bleeding occur [2] [3] [4] . Implantation with CF LVADs may contribute to the onset of right heart failure because of the rapid unloading of the left ventricle and hence causes septal shift and right ventricular dilatation. The ability of PF LVADs to unload the left ventricle is higher than that of CF LVADs [3] . Although the effect of non-physiological pulseless blood flow on the circulation and organ perfusion remains debatable, researchers suggested that PF should be preserved [5] [6] [7] [8] .
Although traditional pumps have many disadvantages, they can produce physiological flow. Several new pulsatile devices, such as C-Pulse [9, 10] , LibraHeart pulsatile LVAD system [11] , and rotary piston blood pumps [12, 13] , have been designed. Therefore, pulsatile pumps should be further investigated.
In this study, a new pulsatile assist device was developed to overcome the challenges associated with traditional pulsatile pumps and was examined in a mock circulatory system (MCS) in vitro. The special intraventricular co-pulsatile mode of the proposed assist device might affect the SV of the native ventricle. This study aimed to assess the changes in the stroke volume (SV) of the left failure ventricle with the new device support.
Materials and methods

A novel intra-ventricular assist device
An intra-ventricular assist device (iVAD) is a new pulsatile balloon pump driven by a pneumatic drive unit or an electric drive unit and is implanted in the ventricle without the use of mechanical heart valves. Figure 1 shows the principal components of the pump and their functions. The iVAD mainly consists of a balloon pump, a signal processor, a control unit, and a drive unit. The balloon pump is implanted into the left ventricle starting from the apex. In this study, the minimum volume of iVAD is 6.3 cm 3 , the balloon volume is 40 cm 3 , the diameter is 1.2 cm, and the length is 5.6 cm. During the systole, the balloon is inflating, and pushes the blood in the left ventricle to increase the left ventricular pressure. When during the diastole, the balloon is deflating which is benefit to the blood flow into the left ventricular cavity. The balloon pump contains a multi-layer medical polyurethane (PU) and silicone plastic polymer materials and resembles an ellipsoid with a mouth opening at the bottom. This part is implanted into the left ventricle starting from the apex. The iVAD assists the ventricle of patients with HF to pump blood. The innermost layer of the balloon is in direct contact with gas, such as air or He. Nevertheless, the outermost layer covered with biological materials is in contact with blood, and composed of medical polyurethane (PU) from Bayer (Leverkusen, Germany) and characterized by optimum blood and tissue compatibility. The iVAD yields a smaller implanted volume and creates a smaller operation wound than that of traditional PF LVAD. In contrast to the continuous workload of CF-LVADs, iVAD can work intermittently.
The working approach of an iVAD is relatively similar to that of an IABP [14, 15] and a C-Pulse [16] . Inflated and deflated phases are in their opposite direction. The co-pulsation of iVAD synchronizes with an electrocardiogram (ECG) and a dicrotic notch or phonocardiographs. ECG signals are collected directly from two electrodes which are placed on the surface of the myocardium. The micro-ECG is amplified and filtered by a signal processor. The R wave peaks detected from ECG by a peak detection algorithm are used to trigger pulses, which drives pump inflation via a control unit. Whereas the dicrotic notch peaks collected from the aortic arch trigger iVAD deflation. In this study, the inflation and deflation of the balloon pump were controlled by the electropneumatic regulators (ITV2030-312BL, SMC Pneumatics, Tokyo, Japan) and the vacuum proportional valves (ITV2090-31N2BN5, SMC Pneumatics, Tokyo, Japan), respectively. A selector valve (MHE4-MS1H-3/2G-QS-8-K, Festo, Esslingen, Germany) was employed to switch to inflated phase or deflated phase. The positive and negative drive pressure of the iVAD are adjustable by the voltage of proportional valve in the range of 40-500 mmHg and vacuum pressure 20-100 mmHg. In some patients, the incisure points are not well defined, therefore the phonocardiograph is used to trigger deflation that considers the second heart sound as the time of the aortic valve closure. Figure 2 presents the pulsatile time relation between the left ventricle and iVAD. The drive modes mainly include 1:1, 2:1, and 3:1 (ventricular beats: iVAD beats). The assist mode is adjusted according to the heart rate (HR). For example, the assist mode is set to 3:1 when HR is 120 beats per minute (bpm) under a sufficient blood supply. In this study, ECG was provided by a generator (SKX-2000SUP+, Mingsheng, China). To facilitate the experiment, we defined the systolic period as 0.35 times of the cardiac cycle.
MCS
MCS comprises systemic and pulmonary circulation is designed to examine the performance of iVAD. cle, left atrium, and right atrium. In the MCS, the volume of ventricular sacs is 180 cm 3 . These sacs were housed in pressurization chambers composed of transparent acrylic. Ventricular systole was controlled with two electropneumatic regulators and 3/2 way solenoid valves (VT325-025GS, SMC Pneumatics, Tokyo, Japan) to provide passively filled heart chambers and contractility. The term ventricular compliance refers to the distensibility of the relaxed ventricle, in a general sense, defined in terms of its diastolic pressure-volume relationship. During ventricular diastole, the ventricle sacs is deflating by controlling of two vacuum proportional valves The systolic period was determined by the duty cycle of the selector valve, which was triggered by the ECG R peaks from the generator. Because of the small resistances of the native valves (about 0.004 mmHg/ml), the general one-way valve cannot present the native valves due to the relatively high resistance. Therefore, the artificial mechanical valves were used as aortic, pulmonary (SJM 23AJ-501, St. Jude Medical, USA), mitral, and tricuspid valves (SJM 27MJ-501, St. Jude Medical, USA). Contraction and pulsatile flow were sustained by connecting the chambers between acrylic cavities and sacs to the pneumatic controller. The resistance load reservoirs were employed to imitate vascular resistance and compliance. The compressible gas above the fluid in the reservoirs controlled by electropneumatic regulators represent the peripheral resistance (afterload), and represent the circulation compliance. The normal afterload was set to 80 mmHg, for the HF patients, the afterload value is increased. From the Windkessel et al. [17] elastance model and Bowles et al. [18] theoretical analysis model, the relationship between the initial volume of the sealed gas and the physiological value and the mean aortic pressure as following.
Where V 0 is the initial volume of the sealed gas, n is the gas constant (1.1), P ao,m is the mean aortic pressure, and P atm is the atmospheric pressure (760 mmHg). Normal aortic compliance is about 2 ml/mmHg, for patients with HF, the compliance is 1.8 ml/mmHg which is less than that of normal.
The electric-proportional valve was placed next to the resistance chambers to adjust the preload in pulmonary and systemic circulation components. All of the connections between chambers and reservoirs
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were fabricated with tygon tubing. The flow rate was examined with FD-SS20A (KENYENCE, Japan), whereas pressure was determined by high-frequency dynamic response micro-electro-mechanical system sensors CYY8 (Xian HangDong, China). The whole system was filled with water, which mimicked blood. The control and acquisition of the flowmeter and pressure meter data signals were achieved at 1 kHz with a custom system (National Instruments, Austin, TX, USA). All of the signals were filtered through a second-order Butterworth low-pass filters with 20 Hz cutoff frequency.
Testing
The balloon pump was implanted in the MCS (Fig. 3) without the left ventricular membrane to examine the input and output dynamics of iVAD. The circulatory loop parameters were as follows: the preload and afterload of systemic circulation in the MCS of 15 and 80 mmHg, respectively; HR of 60 bpm; and drive pressure of 120 mmHg. The total volume of the experimental balloon of iVAD was 40 cm 3 . In other experiments, HR varied from 60 bpm to 130 bpm at 5 bpm intervals, and the drive pressures were 120, 150, 180, and 200 mmHg, respectively. Duration of systolic phase (iVAD inflation) was defined as the 32% of cardiac cycle, and the remaining 68% was defined as the diastolic phase (iVAD deflation).
MCS was used to simulate a healthy heart status. HR was set to 75 bpm, the drive pressure of MCS (P mock ) was fixed at 140 mmHg, and the afterload was adjusted to 80 mmHg. In addition, in HF condition, the native ventricle weakened and was unable to contract adequately to pump sufficient blood amount, Cardiac output (CO) and arterial pressure decreased to below normal, HR is higher than that of healthy level at rest, and the left ventricular systolic pressure (LVSP) is less than normal value. In this experiment, HR was set to 75, 90, and 90 bpm, and P mock was set to 110 mmHg. The systolic period is 32% of cardiac cycle. Furthermore, The MCS was used to evaluate the balloon pump of iVAD implanted in the left ventricular sac starting from the apex under HF conditions. The drive pressures of iVAD (P iVAD ) were set to 120, 150, and 180 mmHg at 75, 90, and 120 bpm HR, respectively. The iVAD systole was the same as above.
Results and discussion
The mean SV of iVAD under different conditions is shown in Fig. 4 . The mean SV was determined as an average of 20 cardiac cycles in each case. In Fig. 4 , SV decreased as HR increased but increased as the of the drive pressure increased (the legend in Fig. 4 represents the drive pressure). SV reached the maximum when HR is 60 bpm, such as 53 ml and 45 ml at 180 and 200 mmHg drive pressure. SV is greater than the volume of the balloon pump (40 cm 3 ) due to the plastic deformation of the balloon. Which will cause the balloon to fatigue and reduce its life. Figure 5 illustrates the hemodynamics of heart failure and iVAD support in MCS including ECG, left ventricular pressure (LVP), aortic pressure (AoP), iVAD drive pressure synchronous drive pulse, aortic flow (AoF), and MCS drive pressure (P mock ). As shown in the figure, the morphology characteristics of the waveforms are similar to those of the native physiological curve. The left ventricular pressure curve likes plateau form. However, at the the end-systole and diastole, there are some differences between AoP curve and physiological curve. AoP, followed by decreasing ventricular pressure, substantially dropped in amplitude at mechanical aortic valve closure during terminal systole because of aortic valve insufficiency and lack of systemic circulatory compliance. The typical waveforms (HR 90 bpm, P iVAD 150 mmHg) of iVAD support are shown in Fig. 5 . LVP, AoP, and SV were improved compared with those of a failure heart. Table 1 describes in detail the value of hemodynamics under different conditions. In healthy condition, LVSP, the systolic aortic pressure (SAP), and the diastolic aortic pressure (DAP) are 128, 121, 84 mmHg. SV is 41.6 ml. These findings are consistent with the healthy hemodynamics, and SV is slightly lower than that of a healthy heart at rest (50-70 ml). In HF conditions, a low drive pressure (110 mmHg) reduces the ventricular systolic capacity to simulate heart failure at
